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Abstract

We discuss frequency standards based on laser-cddted ions confined in cryogenic rf (Paul) traps. In
one experiment, the frequency of a microwave source is servoed to the ions’ ground-state hyperfine transition at
40.5 GHz. For seven ions and a Ramsey free precession time of 100 s, the fractional frequency stability is
3.3(2)x 10" r2 for measurement times<2h. The ground-state hyperfine interval is measured to be
40 507 347 996.841 59 (14) (41) Hz, where the first number in parentheses is the uncertainty due to statistics and
systematic errors, and the second is the uncertainty in the frequency of the time scale to which the standard is
compared. In a second experiment under development, a strong-binding cryogenic trap will confine a single ion
used for an optical frequency standard based on a narrow electric quadrupole transition at 282 nm. The bandwidth
of the laser used to drive this transition is less than 10 Hz at 563 nm.
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1. Introduction

Trapped and cooled ions can be used for sensitive measurements which, for several reasons, are frequently
not feasible using typical thermal atomic sources. First, it is possible to measure and to manipulate the quantum
states of individual ions. This allows measurements of quantum mechanical effects such as quantum jumps [1] and
preparation of the atoms’ internal states toward, for example, spin squeezing [2]. Also, individual ions can be
observed for very long times, so that narrow atomic transitions can be detected with extremely high resolution.
Finally, the well-controlled environment of the ion trap can significantly reduce systematic effects such as Stark
and Zeeman shifts.  All of these factors make trapped, cold ions excellent candidates for frequency standards.
Stable and accurate atomic frequency standards [3] are not only useful for measuring time, but are often the
realization of other basic units, arecessary in navigation and communication, and are frequently used in
investigations of physical phenomena [4].

At NIST, our goal is to develop frequency standards that achieve high accuracy in addition to high stability.
We confine strings of laser-cooléfHg" ions in a linear rf trap such as that depicted in Fig. 1 [5]. A linear trap
can confine many laser-cooled ions along the rf nodal line. Here, the atomic motion driven by the oscillating
electric field of the trap (the micromotion) vanishes, so Doppler shifts and ac Stark shifts are negligible [6, 7].
Furthermore, the increase in the kinetic energy of the ions caused by the electric field is minimized, so perturbative
cooling laser radiation can be removed during the long probe periods of the clock transition. We trap and cool
19%Hg", which offers a microwave clock transition at 40.5 GHz and an optical clock transition at 1056Hz
(see Fig. 2). To first-order, both transitions are insensitive to magnetic and electric fields at zero fields. Using
linear crystals of**Hg" ions, we expect to reduce all systematic frequency shifts to less than a pétt in 10

A trapped ion frequency standard can also have high statistical precision. If the fluctuations of the atomic
signal are due only to quantum statistics, then the stability of a frequency source servoed to the atomic transition is
given by [8, 9]

1 -1/2

Uy(T)=mT , 1)

whereay, is the frequency of the atomic transitidwjs the number of ionsly is the Ramsey interrogation time,
andT is the averaging time of the measurement. For the ground-state hyperfine trangifim=, 40.5 GHz. It
appears feasible to uske= 100 ions andx = 100 s, which givesy(1) = 4 x 10 2 For the 282 nm 586s°S,;,

- 5’6 ?Ds), electric quadrupole transitionyy, /2= 10° Hz, so that usingN=1 andTz= 25 ms gives
o1 = 10" 2
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Figure 1: Partial energy diagram '8fHg". The 70 MHz wide 194 nm transitions are used for
laser cooling and detection. The 40.5 GHz and 282 nm transitions are the clock
transitions.

We discuss the evaluation of a clock based on the 40.5 GHz ground-state hyperfine tranSitiyi.inWe
also discuss the development of a frequency standard based on the 282 nm electric quadrupole transition, and the
narrow band source of 563 nm radiation needed to drive this transition.

2. Cryogenic Linear rf Trap

Figure 2 shows the linear rf trap used in the 40.5 GHz microwave frequency standard. Two diagonally
opposite rods are grounded, while the potential of the other two rodgcissQ t), whereVy,= 150 V and
Q/2mr= 8.6 MHz. The resulting pseudopotential confines the ions radially in a well with a secular frequency
w/2mr= 230 kHz. To remove patch fields and electrical charge that otherwise leave the rods only slowly in the
cryogenic environment, we thread insulated wires through the rods to heat them. Two cylindrical sections at either
end of the trap are held at a potential of approximately +10 V, confining the ions in an axial potential well of
secular frequency ofy/27= 15 kHz. The ions are laser-cooled using the 194 nif6&6t,, — 5d°%6p*P.,
electric dipole transitions shown in Fig. 2. Typically, a string of approximately ten ions is confined near the trap
axis. By minimizing the ion micromotion in all three dimensions, we assure that the laser-cooled ions lie along the
rf nodal line [10].

We place the trap in a cryogenic environment to reduce two problems associated with background gas. We
previously used a linear rf trap at room temperature with a background pressure of approxirfiaalj11). At
this pressure, background neutral Hg atoms cau$éosis, presumably by forming dimers with ions excited by the
cooling laser. This limited the ion storage time to about ten minutes. At liquid He temperatures, however, Hg and
most other background gases are cryopumped onto the walls of the chamber, allowing us to confine laser-cooled
Hg" ions without loss for periods of over ten hours. Even in the absence of laser cooling during overnight down
periods, we have confined strings of approximately ten ions for several days. In addition, at this low background
pressure, pressure shifts should be negligible.

Operation at 4 K also reduces the frequency shifts due to blackbody radiation*®Htieground-state
hyperfine transition. AT = 4 K, the fractional blackbody Zeeman shift isx-202%, and the fractional blackbody
Stark shift is -3x 102* [12]. This is significantly smaller than the fractional blackbody Stark shift for neutral Cs
(1.69(4)x 10™* at T = 300 K [12]).
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Figure 2: Linear rf trap, and an image of a linear ion crystal. The ions are spaced approximatelgdt,
and apparent gaps in the ion crystal are due to ions otherigi, which do not fluoresce at the
frequencies of the 194 nm laser beams. The spatial extent of the ions is exaggerated for clarity; in
reality the laser beams overlap all the ions.

3. Laser-atom Interactions

Laser beams at 194 nm [13] are used both for cooling and for determining the internal states of the ions. To
cool the ions, we tune the frequency of a primary laser slightly below resonance with tragmsiilbhough this is
nearly a cycling transition (see Fig. 2), the laser can off-resonantly excite an ion iARyh€ = 1 level, from
which the ion can decay into tA8,,,, F = 0 level. To maintain fluorescence, a repumping laser beam, resonant
with transitionr, is overlapped collinearly with the primary laser beam.

To determine the atomic state, the primary beam is pulsed on for a time comparable to tkeedssarnto
pump the ions from th&s,,,, F = 1 to the’Sy,, F = 0 level (typically 10 ms). If the ion is found in tf&,, F=1
level, it will scatter about TOphotons before it optically pumps into tf®,, F =0 level. We detect and count
approximately 150 of these photons. If the transition is not saturated, the number of photons scattered before the
ion is optically pumped can be made nearly insensitive to laser power. If the ion is fountSin,the= 0 level, it
will scatter only a few photons, so the atomic state can be determined with certainty if the ions are monitored
individually. Thus, the signal-to-noise ratio of the state detection signal can be limited only by the quantum
uncertainty in the atomic state [9]. Currently, however, the state-detection signal is simply the combined
fluorescence from all the ions. As a result, we think that fluctuations in the frequency of the 194 nm light and its
intensity at the site of the ions limit our typical stability to about twice that of Eq. (1).

Laser cooling and state detection are further complicated by%hg ground-state hyperfine structure. If
the laser polarization is constant and the magnetic field is zero, two superpositiongSaf,tte= 1, magnetic
sublevels are dark states. An ion optically pumps into these dark states after scattering only a few photons, after
which the fluorescence vanishes. To constantly pump the ions out of the dark states, the laser field must couple
each®Sy,, F = 1, magnetic sublevel to thB,,, F = 0 level, and each of these three couplings must have a different
time dependence. These conditions can be achieved only by using two non-collinear laser beams. We continuously
cycle the polarization state of one laser beam between left and right circular polarizations. The linear polarization
of the second beam remains fixed in the plane formed by the two beams, which overlap with the iohsaglke 40
to each other.



4. The 40.5 GHz Microwave Clock

For the first part of our measurement cycle, we cool the ions by pulsing on both the primary and repumping
194 nm laser beams for 300 ms. Next, we turn off the repumping beam for about 90 ms, so that essentially all of
the ions are optically pumped into tf&,,, F = O level. We probe the clock transition using the Ramsey technique
of separated oscillatory fields [14]. Both beams are blocked during the Ramsey microwave interrogation period,
which consists of two 250 ms microwave pulses separated by the dicassion periodz. We varyTi from 2 to
100 s, which is useful in searching for possible systematic frequency shifts, as explained below. Finally, we turn
on the primary beam for about 10 ms while counting the number of detected photons. This determines the
ensemble average of the atomic state population and completes one measurement cycle.

We derive the microwave frequency from a low-noise crystal quartz oscillator locked to a reference hydrogen
maser [15]. To steer the average microwave frequency into resonance with the clock transition, we step the
frequency by Af | then Af , about frequenc¥y (O wy/27), and complete a measurement cycle after each step.
Usually, the output frequencies lie near the half-maximum points of the central Ramsey fringeccéssigel
measurement pairs, we alternate the signs of the frequency steps to avoid any systematic frequency shift due to a
linear drift in, for example, the signal size or background counts. The error sjgsahe difference between the
number of detected photons for the pair of measurement cycles. Finally, a digital servo adjusts the average
frequency according to

M
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wherefy is the initial value of the frequency, and the proportional ggpirand the integral gaim; are set
independently of each other. Typically, the maximum valu# dbr a single run is about 130. The average
frequency for each run is calculated after discarding the first four recorded frequgrnioieesmove offsets caused
by a mismatch between the initial frequeficgnd the clock transition frequency.

Figure 3 shows the fractional frequency stabitityr) of the steered microwave frequency for seven ions
and Ramsey times of 10 s and 100 s. WNen7 andTg = 100 s isoy(1) 03.3 (2)x 10" 2 for r< 2 h. For all
parameters, the measurggr) is about twice the value expected from Eq. (1), primarily because of laser intensity
fluctuations at the site of the ions. Our measured frequency stability is comparable to those of the Cs beam
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Figure 3. Stability plots for the 40.5 GHz microwave clock, ushg 7 ions, and bothTlr=10s and
Tr=100s. Also shown is the stability of the Cs beam standard NIST-7 [16], of the Cs fountain
standard [17], and of the hydrogen maser.



Table 1:  Systematic shifts of the average clock transition frequency. Typical values are for an rf power delivered
to the trap ofP; = 20 mW, a Ramsey interogation time @k = 100 s, and a static magnetic field of
Bstaic = 3% 107 T. Here,Bg is the magnetic field component at frequeftyi, is the intensity of the
scattered primary beam during the Ramsey interrogation fitee detuning of the frequency of the
primary beam from that of transitigm andythe linewidth of the cooling transitions.

Shift Scaling Magnitude of Uncertainty in
Effect (Typical) Effect

Quadratic Zeeman (static) + < Bgaic>  2x107 1.4x10%°
Quadratic Zeemarf)) + <Bg %> 5x 10%° 3.2x10%°
Microwave chirp, leakage, 15 16
and spectrum asymmetries UTe 3x10 8x10

I p 5P
Light shift from 194 nm 212 <3x10%° <3x10%

ptY

standard NIST-7, for whichaoy(r) 08x 10 "2 [16], and the Cs fountain standard, for which
o, (1) 02 x 10" 2 [17].

Table 1 shows the most important corrections we make to the average frequency for each run [18]. The
fractional Zeeman shift due to the static magnetic field is HB.24°, whereBguic is expressed in teslas. By
measuring the Zeeman splitting of the ground state hyperfine transitions, we find that the peak-to-peak variation in
the static magnetic field between the beginning and end of a run is at mddi®T. Since, typically,

Bstaic 13 % 107 T, an upper bound on the fractional uncertainty in this Zeeman shift is 10%.

We also correct for an ac Zeeman shift that depends linearly on the rf Beowelivered to the trap. The
uncertainty in this correction dominates the overall uncertainty of the clock transition frequency. This shift is
caused by magnetic fields due to currents at frequ@nity the trap electrodes, which are not present in an ideal
trap. Since these currents are not necessarily symmetric with respect to the trap nodal line, the magnetic fields
they produce do not cancel at the site of the ions. Considering that the distribution of these currents may vary from
load to load, we measure the average transition frequendy;foanging from about 17 mWV§ 0140 V) to
68 mW {/, 0270 V) for each ion crystal. A fit to these data gives the frequency shiftiRg/w, and the
extrapolated frequency at zero rf powsy, for that crystal. Typically, @dP)/«y 0(2.5+ 2.1)x 10*° /mW;
within the uncertainty, this value is the same for each crystal. The uncertainty in the extrapolated frequency
averaged over five ion crystals used in the frequency measuremenk -2

The magnitudes of several frequency shifts scale with the free precession tiffig abhbse include shifts
due to the phase chirp of the microwaves as they are switched on and off, any leakage microwave field present
during the free precession tinig, and asymmetries in the microwave spectrum. By varjipgve measure the
fractional shift from these combined effects to be -3(3p** /T (whereTg is in seconds). Finally, we measured
the intensity of the scattered 194 nm light at the site of the ions when the 194 nm sources are blocked. This
determines the ac Stark shift due to stray 194 nm light present during the Ramsey interrogation time to be
<3x 10",

The fits to the transition frequencies as a function of rf power give the extrapolated freqyabh@gro rf
power. Figure 4 shows the variationdp over 18 days, which include 42 runs made over seven days using five
different ion crystals. The normalized for these five frequency measurements is 0.77. If we assume that the
frequency depends linearly on time, a fit to the data gives a drift of 561@¥%day. Because this is consistent
with assumption that the frequency drift is zero, we continue our analysis assuming that the frequency does not
drift.

Because we measure the frequengywith respect to the frequency of the hydrogen maser, we must
determine the maser frequency relative to that of the primary standards. This is possible through the mutual
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Figure 4: Summary of average frequencies over 18 days.

reference of International Atomic Time (TAI) [4], letting us determine the average frequency of ‘ostakigard

to be wy = 2rr[M0 507 347 996.841 59 (14) (41) Hz. Here, the first uncertainty is due to the systematic shifts
shown in Table 1. The second uncertainty is due to the quoted uncertainty in the frequency of TAI. Our value of
wy may be compared with the previous most accurate measurement, whidw/@awve 40 507 347 996.9 (3) Hz

[19]. Our uncertainty from systematic effects (3.4 parts i) 1§ approximately equal to the best values reported,
from a cesium beam clock (5 parts if?)(20], and a cesium fountain clock (2 parts if°L{R1].

Our main uncertainties can be greatly reduced in future work. We have built better magnetic shielding to
reduce fluctuations in the static magnetic field. The magnetic field at freqQ@eoay be reduced by decreasing
Q and the trap dimensions. Use of a smaller trap will also allow linear crystals with more ions, because fringing of
the electric fields at the ends of the trap can be reduced and because the radial confinement can be much higher.
Finally, by monitoring each ion individually, we can determine their internal states with negligible uncertainty,
which will eliminate noise due to laser frequency and intensity fluctuations.

5. Optical Frequency Standard
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Figure 5: Tight-confining linear Paul trap.



We are now developing a frequency standard based of?*tigf, 282 nm electric quadrupole transition,
which has a natural linewidth of 1.7 Hz. Since the clock transition frequepcys extremely large
(aw/2m= 1.1x 10", the fractional stability can be very high, as seen in Eq. (1). For example, for a single ion
probed using the Ramsey technique with a free precession time of 30 ms (limited hy-8tat® lifetime), the
fractional frequency stability is 2 10*° /2, two orders of magnitude better than that of our microwave standard.

Previously at NIST, the frequency of a laser stabilized to about 30 Hz was doubled and then locked to this
transition in a single ion confined near the Lamb-Dicke limit [22]. Periodically, the laser frequency was
periodically fscanned to obtain a laser-broadened linewidth of approximately 40 Hz at 563 nm [23]. However, the
rf trap was in a room temperature environment, where, as expldioed, ahe liféime of the trapped ion was
about ten minutes. To thoroughly investigate such a frequency standard, we require the long observation times
provided in the cryogenic environment.

We have built a second cryogenic system that will house a trap for this experiment. We have constructed a
Paul-Straubel trap [24] such as that shown schematically in Figure 5. An rf electric potential is applied to the
twisted wires, creating the pseudopotentiedessary to trap an ion. Although the trapping potential of this trap is
weak compared to that of, for example, a linear Paul trap with comparable dimensions, the dimensions of the Paul-
Straubel trap can be made very small to compensate for this. Most importantly, the trap can be heated if we run a
current through it, removing insulating oxide layers, electrical charge, and patch fields which otherwise leave the
trap only very slowly in a cryogenic environment.

6. Narrow-band laser source at 282 nm

To take advantage of the small width of the electric quadrupole transition, the 282 nm source driving the
transition must have a linewidth comparable to the width of the atomic resonance. We single-pass 500 mW of
563 nm radiation produced by a dye laser through°gpB@se-matched AD*P crystal to produce up to 100of
282 nm radiation. When the 282 nm light is focused to aboutr2&nd there is no Doppler broadening, less than
1 pW will saturate the quadrupole transition.

The frequency of the 563 nm laser is stabilized in two stages [23]. First, the dye laser frequency is
stabilized to a cavity with a finesse of about 800 using the Pound-Drever-Hall technique [25]. Low-frequency
fluctuations are removed with an intracavity piezo-mounted mirror, while the high-frequency fluctuations are
removed by a fast (servo bandwidth > 2 MHz) intracavity electro-optic modulator. This reduces the laser linewidth
to about 1 kHz. This stabilized light is transmitted through an optical fiber to a high-finesse cavity. Again, the
Pound-Drever-Hall technique is used to lock the frequency of the fiber-transmitted light to the cavity frequency.
Low-frequency corrections to the laser frequency, determined by the high-finesse cavities, are fed back to the
length of the lower-finesse cavity. Higher-frequency fluctuations are removed with an acousto-optic modulator.
This frequency-stabilized light is frequency-doubled and directed toward the trapped ion.

To evaluate the frequency stability of the light, we use two high-finesse cavities, which have been described
elsewhere [23]. The spacer of one of the two cavities is made of a 27 cm long, 10 cm diameter Zerodur rod, and
that of the second cavity is made of a 10 cm long, 10 cm diameter ULE rod. Both spacers have a hole bored down
the rod axis to transmit light. The transmitted power and hence the intracavity power are stabilized to 0.1%.
High-reflectance mirrors, whose radii of curvature are chosen so that the modes of the cavities are highly non-
degenerate, are optically contacted to the ends of each rod. Each cavity is suspended by two thin W wires inside
separate vacuum chambers, whose temperatures are actively stabilized. Each vacuum chamber, much of the optics,
and some of the electronics are mounted on separate platforms, which are suspended by several sets of rubber
surgical tubing to isolate the cavities from floor and ceiling vibrations. The tilt of each suspended platform is
stabilized by servoing the distance of three of its corners from the floor by heating the rubber tubing to adjust its
length. The cavity and platform are enclosed in a particle-board box lined with thin layers of lead and foam to
reduce acoustical vibrations.

Figure 6 shows a beat note between two laser beams locked to these two independent cavities. The full
width at half-maximum of the power spectrum is approximately 8 Hz. If both lasers have the same linewidth, the
linewidth of a single laser is about 6 Hz. This is fractionally 1.1 parts‘ihaf@he laser frequency at 563 nm,
which we think is the narrowest recorded linewidth reported.
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Figure 6: Beat note between two laser beams locked to independent cavities, integrated over 80 s.
The dotted line is a Gaussian line profile meant to guide the eye. The full width at half-
maximum of the power spectrum is 8 Hz.

7. Summary

We have locked the frequency of a synthesizer to the 40.5 GHz transition in laser-cooled stfiftg of
ions in a linear cryogenic rf trap. With a Ramsey period of 100 s and seven ions, the fractional stability of the
microwave frequency is 3210 /2 for measurement times< 2 h. We have measured the clock transition
frequency with a fractional statistical and systematic uncertainty ok 804>. This uncertainty is limited
primarily by the uncertainty in the Zeeman shift due to fields at the trap freq@erenyd by fluctuations in the
static magnetic field. We expect that both of these uncertainties will be reduced in future experiments. We are
also developing a 282 nm optical frequency standard, whose potential stalij(is) i 10" r2. The lasers used
to drive the 282 nm electric quadrupole transition have a frequency stability of less than 10 Hz.
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